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ProMedic, Inc. 
6329 W. Watcrview Ct, 
McCordsviUe, N 46055-9501 

Tcf (3 17) 335-3780 
Pax (3 17) 335-9270 

Official Contact: 
Proprictary or Trade Name: 
CornmonKJsual Name: Infusion catheter 
Classification Name: 
Predicatc Devices: 

Pad Dtyden - President 
Fenestrated Iiifusjon carheter 

Pump, infusion - accessory 
1-Flow - Soakcr Catheter - IC994374 
Merit Medical Systcrns - K99 16 19 

Device Description: 

The infixion catheter is a small bore, 20 gauge, tube with holes at the tip to permit dispersion ofthe 
incdication into the site. Tlve overaIl cathetcr is 30” in length with various lengths of holes (fenestrations) 
of - 1 .S”, 3.0”, and 5.0” wirh a standard Touhy Borst connector. The cathctcr has markings 011 the shofl to 
provide a reference goide for the clinician. May be available in B kit. Provided stcrilc. 

Intended Use: 

Environment of Use: 

For use in B kit for iiervc blocks or wound site pain 
managcment. 

To provide continuous or intermittent delivery of local ancsrhetics 
or odier medications to surgical wound sites and/or close 
proximity to ncrves outside die epidural spaw. Routes o f  
administration mny be intraoperative or percutancous. 

As an accessory to Sorenson rncdicol infusion pumps or as a 
standalone device, bur not for use with gravity feed. 

Single patient use only 

Hospital, Sub-acute Institutions 
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Intended for sinde use 

General Tecluiical Characteristics 

20 gauge catheter of 30” length with holes at 
proximal end and srandard Touhy Roxst connector 
Of various fenestmtion hole lengths 
Can be provided in a kit with SIO(k) cleared 
devices 

Attributc 
Indications for use 

Ye5 

I .5”, 3.0”, 5.0” 
Yes  

I Prascriotion 
~~ 

Intended population 
Tntendcd Environment of Use 

Proposed device 
For use in a kir for nerve blocks or wound site pain 
management . 

To providc continuous or intermittent dclivery of 
oca1 anesthetics or other medications to surgical 
wound sites and/or close proximity to nervcs outside 
he epidural space. Routes of administration may be 
nlraoperative or percutaneous. 

1s an accwsoiy to Sorcnson medical infusion 
)umps or as a standalone device, but not for use 
with gravity feed. 
Yes 
YZS 

Not applicable 
I-Iospital, Sub-acute Institutions 

Diffcrcnces bctween Other Legally Marketed Predicate Dcviccs 

The darn within the submission demonstrates that the proposed device is safe, effective, and 
substantially equivalent when compared to the predicate devices. 
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DEPARTMJNT OF HEALTH & HUMAN SERVICES Public Health Service 

Food and Drug Administration 
9200 Corporate Boulevard 
Rockville MD 20850 

MAR 1 7 2083 

Mr. Paul Dryden 
President 
ProMedics, Incorporated 
6329 W. Waterview Court 
McCordsville, Indiana 46055-950 1 

Re: KO24190 
Trade/Device Name: Fenestrated Infusion Catheter 
Regulation Number: 880.5725 
Regulation Name: Infusion Pump 
Regulatory Class: I1 
Product Code: FRN 
Dated: December 18,2002 
Received: December 19,2002 

Dear Mr. Dryden: 

We have reviewed your Section 5 1 O(k) premarket notification of intent to market the device 
referenced above and have determined the device is substantially equivalent (for the 
indications fix use stated in the enclosure) to legally marketed predicate devices marketed in 
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device 
Amendments, or to devices that have been reclassified in accordance with the provisions of 
the Federal F;ood, Drug, and Cosmetic Act (Act) that do not require approval of a premarket 
approval application (PMA). You may, therefore, market the device, subject to the general 
controls provisions of the Act. The general controls provisions of the Act include 
requirements for annual registration, listing of devices, good manufacturing practice, 
labeling, and prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class TI (Special Controls) or class I11 
(PMA), it inay be subject to such additional controls. Existing major ~-egulatioiis affecting 
your device can be found in the Code of Federal Regulations, Title 2 1, Parts 800 to 898. In 
addition, FDA may publish further announcements concerning your devicGn the Federal 
Register. 
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Please be advised that FDA’s issuance of a substantial equivalence determination does not 
mean that FDA has made a determination that your device complies with other requirements 
of the Act or any Federal statutes and regulations administered by other Federal agencies. 
You must comply with all the Act’s requirements, including, but not limited to: registration 
and listing (21 CFR Part 807); labeling (2 1 CFR Part 80 1); good manufacturing practice 
requirements as set forth in the quality systems (QS) regulation (2 1 CFR Part 820); and if 
applicable, the electronic product radiation control provisions (Sections 53 1-542 of the Act); 
21 CFR 1000-1050. 

This letter will allow you to begin marketing your device as described in your Section 5 1 O(k) 
premarket notification. The FDA finding of substantial equivalence of your device to a 
legally marketed predicate device results in a classification for your device and thus, permits 
your device to proceed to the market. 

If you desire specific advice for your device on our labeling regulation (21 CFR Part Sol), 
please contact the Office of Compliance at (301) 594-4618. Also, please note the regulation 
entitled, “Misbranding by reference to premarket notification” (2 1 CFR Part 807.97). You 
may obtain other general information on your responsibilities under the Act from the 
Division of Small Manufacturers, International and Consumer Assistance at its toll-free 
number (800) 638-2041 or (301) 443-6597 or at its Internet address 
http://www. fda.gov/cdrh/dsma/dsmamain. html 

Sincerely yours, 

@&/& Susan Runner, DDS, M 
I Interim Director 

Division of Anesthesiology, General Hospital, 

Office of Device Evaluation 
Center for Devices and 

Radiological Health 

Infection Control and Dental Devices 

Enclosure 

http://www
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510(k) Number: 

Device Name: 

Intended Use: 
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KO241 90 (To be assigned) 

Fenestrated Lnfusion Cathetcr 

For use in a kit for nerve blocks or wound site pain 
management. 

To provide continuous or intermittent delivery of 
local anesthetics or other medications to surgical 
wound sites and/or close proximity to nerves outside 
the epidural space. Routes of administration may be 
intraoperative or percutaneous. 

As an accessory lo Sorcnson Medical in-fusion 
pumps or as a standalone devicc, but not for use 
with gravity feed. 

Single paticnt use only. 

Concurrence of C D M ,  Office of Devicc Evaluation (ODE) 

#&8/& 0 / 5 0  ~ 2% A 
(DiviSiQn Sign-off) 
Division of Anesthesiology, General Hospital, 
Infection Control, Dental Devices 

510(k) Number. f la  ;;L .G//40 

Prescription Use 
(Per CFR 801.109) 

or Over-the-counter use 


